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Results. Following recommendations from the Dutch Society of Radiotherapy and Oncology, cumulative dose and pacing depend-
ency have been combined to categorise patients into low, medium and high risk groups. Measures to secure patient safety are
described for each category. Additional recommendations are given based on other studies.
Conclusion. Radiotherapy can be safely delivered in patients with CIEDs, however proper management is important to ensure
the least possible dose to the cardiac device. Close liaison with the cardiologist service before, during and after the course of
the treatment is essential to ensure patient safety. We present a policy for the safe treatment of these patients in a Radiation
Oncology Service.
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Introduction. The Planning Target Volume (PTV) is an extension of Clinical Target Volume (CTV) by variations in the size, shape and
position relative to the treatment beams. In this study we analyze the variations in the isocenter position throughout treatment,
thus affecting the conﬁguration of the PTV. This sensitive information may therefore change the way we apply margins or
corroborate the actions of contouring in the different locations.
Objective.Determine themagnitude of the correction of the isocenter during treatment and check that PTVmargins are suitable for
various locations. Locate the dependent variables and establish a reference point for subsequent comparative studies. Methods
We created a database of patients with different localizations (breast (229), pelvis (153), head-neck (92), thorax (60), abdomen
(17)). We collected isocenter coordinates from the planning stage, the ﬁrst day of treatment and the corrections added during
treatment. This was done in order to obtain both the maximum differences and the ﬁnal coordinates. Subsequently, isocenter
corrections were calculated for each Cartesian axis, relating them to geometric PTV margins. We also recorded age, sex and
weight of the patients both in the simulation and during treatment. A statistical study allowed us to evaluate all data. We also
analyzed a subset of data separately, which consisted of those in which there was a modiﬁcation of the isocenter in the treatment
setup.
Results. The corrections made to the various axes were X<Y 7mm, <Z 7mm and<10mm. We found signiﬁcant differences
in the corrections on X and Y axes (p<0.05 Brown–Forsythe test) in different locations. We also found a correlation between Z
axis and weight (p<0.05 Kruskal–Wallis test).
Conclusions. PTV margins are reasonably adequate according to our analysis. These ranges should be different depending on the
corresponding axes and location. Corrections are signiﬁcantly lower in locations with immobilization systems. An important
percentage of patients did not have isocenter corrections at the beginning of treatment.
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Introduction/objective. The aim of this study is to assess the accuracy of a convolution based algorithm (Anisotropic Analytical
Algorithm, AAA) implemented in Eclipse planning system for intensity modulated radiosurgery (IMRS) planning of small cranial
targets by using a 5mm leaf width MLC.
Materials and methods. Twenty four patient-based IMRS plans with cranial lesions of variable size (0.3–15.1 cc) were planned
(Eclipse, AAA, version 10.0.28) using ﬁxed ﬁeld-based IMRS produced by a Varian linac equipped with a 120 MLC (5mm width
on central leaves). Plan accuracy was evaluated according to phantom-based measurements performed with radiochromic ﬁlm
(EBT2, ISP,Wayne, NJ) and ionization chamber (PinPoint, PTW, Germany). Film 2D dose distributionswere performedwith the Film
QA Pro software (version 2011, Ashland, USA) by using the triple channel dosimetry method. Comparison between computed
and measured 2D dose distributions was performed using the gamma method (3%–1mm).
Results. The average absolute differences between the calculated and measured isocenter dose for all the IMRS plans were
1.1±0.8% and 2.0±1.7% for the chamber and ﬁlm detector, respectively. The gamma evaluation method resulted in high average
passing rates of 98.1±2.3% (red channel), 98.0±2.5% (blue channel) and 98.0±2.4% (green channel).
Conclusions. According to our results we conclude that Eclipse/AAA algorithm provides accurate cranial intensity modulated
radiosurgery dose distributions for a Millennium 120 MLC.
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